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Abstract: Hazard detection systems must be evaluated with appropriate test material 

concentrations under controlled conditions in order to accurately identify and quantify 

unknown residues commonly utilized in theater. The existing assortment of hazard reference 

sample preparation methods/techniques presents a range of variability and reproducibility 

concerns, making it increasingly difficult to accurately assess optically- based detection 

technologies. To overcome these challenges, we examined the optimization, characterization, 

and calibration of microdroplets from a drop-on-demand microdispenser that has a proven 

capability for the preparation of energetic reference materials. Research presented herein 

focuses on the development of a simplistic instrument calibration technique and sample 

preparation protocol for explosive materials testing based on drop-on-demand technology. 

Droplet mass and reproducibility were measured using ultraviolet-visible (UV-Vis) absorption 

spectroscopy. The results presented here demonstrate the operational factors that influence 

droplet dispensing for specific materials (e.g., energetic and interferents). Understanding 

these parameters permits the determination of droplet and sample uniformity and 

reproducibility (typical R2 values of 0.991, relative standard deviation or RSD ≤ 5%), and 

thus the demonstrated maturation of a successful and robust methodology for energetic 

sample preparation.  
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1. Introduction 

The development of systems capable of detecting and identifying explosive materials on surfaces at 

range is a priority for the United States Army. To properly assess detection and identification 

performance, emerging hazard detection systems must first be evaluated using calibrated samples 

under controlled conditions. Evaluation of systems based on optical detection techniques that allow for 

ranged sensing is complicated by spatial dependencies and a lack of a reliable means to generate 

calibrated reference samples containing the explosive materials. Therefore, standardized reference 

materials and preparation methods are needed for proper testing of system capabilities, the 

establishment of reliable benchmarks for system development, and to compare technology between 

systems. Furthermore, an assortment of explosive reference materials is needed to allow for flexibility 

in reacting to the diverse range of threats encountered [1]. A variety of techniques that offer temporary 

alternatives has been employed, including spray deposition [2] and drop-and-dry (dropcasting) 

methods; however, it is often observed that there is material waste or uneven sample coverage. In the 

latter case, material loading fluctuations over a given surface area may result in significant signal 

variance from laser-based detection systems that have beam diameters on a similar length scale. 

Recently, drop-on-demand inkjet printing technology has emerged as an effective approach to produce 

test materials to meet the requirements for sample standardization [3–7]. Unlike other sample 

preparation methods that often result in the “coffee ring” effect, for which most of the material is 

concentrated along the edges, samples prepared using drop-on-demand inkjet technology demonstrate 

excellent uniform material dispersion throughout [3,4,8–11]. The uniformity achieved using inkjet 

printing is based on the distribution of a multitude of microdroplets over a defined area (i.e., an array 

of separated droplets). Although drop-on-demand inkjet printing may result in microdroplets that 

exhibit the “coffee ring” effect, this effect is statistically negligible as compared to drop-and-dry 

methods. This is of particular concern with spatially sensitive techniques such as optical interrogation.  

Piezoelectric drop-on-demand inkjet printing is an efficient approach for the deposition of 

microdroplets of solutions onto a surface [12,13]. This technique is compatible with various solvents 

and substrates, providing precise control over material deposition. Additionally, a range of deposited 

material concentrations can be achieved by varying the number and spacing of microdrops printed. The 

inkjet fluid cannot be contaminated by the substrate or contamination on the substrate because it is a 

non-contact process, and thus the fluid can be easily dispensed into wells or other substrate features [13]. 

The reproducibility of optimized drop-on-demand systems has been reported to be better than 1% relative 

standard deviation (RSD) from measurement-to-measurement (within-day) and better than 2% RSD 

for day-to-day measurements of dispensed volumes [4,14]. These deviations are significantly lower 

than those observed for other sample preparation methods. 

Recently, we have utilized a common commercial off-the-shelf (COTS) drop-on-demand  

printing platform for the preparation of a variety of samples to be used in both laboratory and field tests 

for the assessment of the hazard detection capability of an optical detection system at range. This  

drop-on-demand platform has not been specially modified, and therefore results and conclusions 

should be applicable for standard instrument users. Here, we report the development of this sample 

preparation method to produce both energetic and interferent test materials. It is not the intention of the 

authors to discuss the theory and basic principles of piezoelectric drop-on-demand inkjet printing (i.e., 
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fluid property, drive waveform, and orifice diameter effects) nor to discuss various applications for the 

technology, as this has been presented in numerous publications on the topic [12,13,15–24]. Instead, 

the purpose of this report is to describe basic methodology development, and provide an example of simple 

and inexpensive drop-on-demand system calibration measurements to verify the mass of various target 

materials deposited with each microdrop using a commercially available drop-on-demand system. 

Once the materials are deposited, the samples are used for hazard detection system evaluation and 

spectral data libraries. It is important to note that in some cases the polymorphic state of a material can 

be altered by the deposition process. This phenomenon has been discussed elsewhere as it applies to 

drop-on-demand inkjet printing and continues to be investigated by the authors [9,25,26]. 

2. Experimental Section  

2.1. Reagents and Materials 

Ammonium nitrate (AN), methanol (MeOH), distilled water (H2O), acetonitrile, sugar, urea,  

and potassium chlorate (KClO3) were obtained from Sigma-Aldrich (St. Louis, MO, USA).  

1,3,5-Trinitro-1,3,5-triazine (RDX), octahydro-1,3,5,7-tetranitro-tetrazocine (HMX), 2,4,6-trinitrotoluene 

(TNT), and pentaerythritol tetranitrate (PETN) were obtained from Cerilliant (Round Rock, TX, USA). 

All inkjet printer stock solutions were prepared in a solution of methanol (MeOH) and water (v/v 2:1), 

acetonitrile (ACN) and water (20% by volume), or water, depending on solubility. Cerilliant standards 

were packaged in ACN. All stock solutions were sonicated for 30 min prior to use to ensure homogeneity. 

There was no need for filtering of the solutions to remove particulates before printing. All chemicals were 

used as received unless otherwise noted. Materials produced for validation and process reproducibility 

experiments in our laboratory were stored in a low temperature oven (30–40 °C).  

2.2. Inkjet Printing  

Test materials were fabricated using a JetLab® 4 (MicroFab Technologies, Plano, TX, USA) 

tabletop printing platform. The system is shown in Figure 1(a). The JetLab® 4 is a drop-on-demand 

inkjet printing system with drop ejection drive electronics (JetDriveTM III), a drop visualization system, 

and precision X, Y, Z motion control. The standard manual pressure controller (Fairchild®, Winston-Salem, 

NC, USA) was upgraded with a COTS electronic pneumatic pressure controller (MicroFab). The 

dispensing device (print head assembly, MJ-AL-01-060) consists of a glass capillary tube with a 60 µm 

diameter orifice coupled to a piezoelectric element. Photographs of the dispensing device encasement and 

the print head assembly are shown in Figure 1(b,c), respectively. Voltage (V) pulses applied to the 

piezo result in pressure fluctuations around the capillary. These pressure oscillations propagate through 

the printing fluid in the tube, resulting in ejection of a microdrop. Both sinusoidal waveform voltage 

pulses and standard waveform bipolar voltage pulses were used to generate microdrops. The echo 

(negative) part of the bipolar pulse is used to cancel the residual acoustic waves propagating in the tube 

and therefore optimize the drop break-off. 
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Figure 1. Photographs of (a) JetLab® 4 drop-on-demand inkjet printing platform;  

(b) dispensing device and ink solution encasement; and (c) print head assembly. 

 

Determining optimal jetting parameters requires trial-and-error. Stable droplet ejection is achieved 

by visually observing expelled microdrops and adjusting voltage pulse parameters and capillary fluid 

backfill pressure to create an “ideal” drop. Drops are visualized using synchronized strobe illumination 

and a charged coupled device (CCD) camera. Printing was performed at a frequency of 250 Hz with a 

droplet velocity of ~2 m/s. Droplet velocities between 1.5 m/s and 2 m/s are ideal for printing. Droplet 

velocities less than 1 m/s may result in inaccurate drop placement [27]. Conditions that provide the 

highest drop velocity without satellite droplet formation are desired. Drop diameter was estimated to 

be ~60 µm, based on the capillary orifice diameter. For clarification, the dwell time is the time during 

which the piezo wave form changes shape when a drive voltage is applied to the piezoelectric device 

for a given amount of time. An optimal drop is a droplet typically equal in size to the dispensing 

orifice being used, which does not have satellites, and consistently falls at an optimum velocity. 

Satellites are secondary droplets, ejected following the optimal droplet, typically observed to be 

smaller in volume than the optimal droplet. Satellites deposited add to the total concentration error and 

can affect droplet spacing uniformity. 

During printing, a single substrate or vessel was placed on the sample stage. The print head 

remained fixed at a specified height while the stage moved to print a specified pattern or number of 

microdrops. A rectangular area, which covers a substrate region with rows and columns of equidistant 

points, was pre-programmed based on the vessel size. The total number of drops needed to achieve a 

desired concentration per unit area is calculated based on the volume of a single microdrop and the 

solution concentration. Based on the number of total drops needed, the array spacing and drops needed 

per line can be calculated. These values are easily adjusted depending on solution concentration. 

Patterns were printed using the print on-the-fly mode. In this mode, the stage moves continuously as a 

single microdrop is dispensed at each array element and is therefore governed by the microdroplet 

density and the velocity of the sample stage. Although print on-the-fly mode, which deposits droplets 

 
(a) (b)

(c)
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without stopping the translation stage, improves sample throughput, a limitation to using this mode is 

the ability to print samples with droplet spacing less than 70 µm.  

2.3. UV-Vis Absorption Spectroscopy 

UV-Vis absorption spectroscopy measurements were collected using a Shimadzu® UV-3600  

UV-VIS (Columbia, MD, USA) spectrophotometer. Calibration curves were constructed by measuring 

the absorbance spectra from standard solutions (of known sample concentrations) containing various 

pre-determined energetic and interferent compounds. The evaluated analytes were: AN, potassium 

chlorate, HMX, TNT, RDX, PETN, urea, and sugar. The analyte of interest was dissolved in the 

appropriate solvent and then diluted to various concentrations. Absorbance was measured using quartz 

cuvettes (1 cm path length) in a dual beam UV-Vis. One cuvette was filled with 3 mL of analyte 

solution (sample), and the other was filled with 3 mL of pure solvent (blank, H2O). Wavelength scans 

from 190–400 nm were used to measure the absorbance of the various target materials at known 

concentrations. The analytes of interest had absorption features in this wavelength region. Data 

analysis was completed using UV Probe software (version 1.10). 

3. Results and Discussion 

We report microdroplet optimization results for a 60 µm orifice dispensing device with analyte 

samples in conjunction with ACN, ACN and H2O (20% by volume), 2:1 MeOH-H2O, and H2O 

solvents. We also discuss the performance for the microdrop mass calibration method described, as 

applied to selected inkjet stock solutions. These results also include the determined repeatability and 

standard uncertainties of the experimental measurements. 

3.1. Microdroplet Optimization 

Prior to analyte deposition, it was important to have a working knowledge of how the  

drop-on-demand instrument settings, analyte concentration, and inkjet printing solvent viscosity 

(which can also be a function of analyte concentration), influence the character of droplets produced. 

Many variables impact the drop; therefore, optimized parameters are needed to achieve the best drop at 

a sufficient velocity. Controlling the physical properties (e.g., size, volume) of the dispensed 

microdrops will ultimately also affect droplet variation and reproducibility. The volume of the 

dispensed microdroplet is a function of the printing fluid, dispensing device orifice diameter, and 

waveform parameters. Based on these factors, the droplet volume can range from 50 to 200 pL [28]. In all 

cases, under the conditions tested it was found that in order to maintain a consistent drop with a high 

velocity, several variables needed to be optimized, including the pressure set point, dwell time 

(standard waveform), period (sinusoidal waveform), and voltage applied to the dispensing device. The 

pressure set point required minimal changes within-day and day-to-day. Variations in the fluid level 

inside the printing solution encasement required changes in the pressure set point [27]. The laboratory 

temperature and humidity varied from 21 °C to 23 °C and 16% to 20%, respectively. All analyte 

solutions were dispensed at room temperature. Although microscopic optical imaging was available on 

the COTS system to measure ejected droplet dimensions, it was not utilized due to large volume and 
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mass uncertainties [29]. In general, H2O-containing solvents produced visually larger droplets  

(in flight). Larger droplets were also visualized when sinusoidal waveform parameters were used to 

generate microdroplets.  

The parameters shown in Table 1 for the analytes of interest in suitable solvents were uniquely 

capable of producing consistent drops within-day and day-to-day (±3 µs and/or V) using standard 

waveform settings (i.e., consistent drops were visualized at or close to the same dwell time and voltage 

settings each day). It is important to discuss some of these settings in relation to solvent and solution 

concentration. Table 1 is meant to be a starting point or guide for users employing similar instrumentation. 

Three different concentrations of AN were investigated in a 2:1 MeOH-H2O solvent. While AN is 

soluble in H2O alone, a 2:1 MeOH-H2O solvent (maintaining AN solubility) was also employed to 

increase the drop evaporation rate, and allow for the fabrication of neat high concentration test substrates 

(droplets printed remained in specific location, without concern for solution pooling). Furthermore, MeOH 

did not compromise substrate coatings (e.g., clear coat, paint). Generally, the concentration of AN did not 

significantly affect the settings for maintaining a consistent drop. 

Table 1. Standard waveform parameters for an optimal drop using ACN, ACN and 20% 

H2O (by volume), H2O, and a 2:1 MeOH:H2O ratio solution with a 60 µm dispensing 

device orifice. 

Analyte Solvent 
Solution 

Concentration 
(M) 

Dwell 
Time 
(µs) 

Echo 
Dwell 

Time (µs)

Voltage 
(V) 

Echo 
Voltage 

(V) 

Pressure 
Set Point 

(psi) 
AN MeOH-H2O 1.2 30 34 18 −19 −0.070 
AN MeOH-H2O 0.10 27 32 16 −17 −0.070 
AN MeOH-H2O 0.010 28 33 17 −16 −0.051 
TNT ACN-H2O 0.037 31 36 18 −17 −0.068 
HMX ACN-H2O 0.027 32 31 21 −18 −0.028 
RDX ACN-H2O 0.038 29 38 18 −17 −0.070 
PETN ACN-H2O 0.026 31 36 18 −16 −0.050 
RDX ACN 0.045 33 39 14 −13 −0.060 

KClO3  H2O 0.52 32 32 14 −18 −0.040 
Sugar H2O 0.75 35 35 25 −25 −0.030 
Urea H2O 0.99 35 36 24 −23 −0.042 

H2O (20% by volume) was added to the Cerilliant explosive standards (TNT, HMX, RDX, and 

PETN). This was done to minimize damage to substrate coatings from ACN. The parameters used for 

printing TNT, HMX, RDX, and PETN in the ACN-H2O solvent were comparable, which was expected 

based on similar solution concentrations and solvent characteristics. Additional optimization was 

completed for Cerilliant RDX standard in ACN solution, for analyte deposition onto uncoated 

substrates. In comparison to the ACN-H2O solvent, the parameters used for printing RDX in ACN are 

not drastically different; however, it was more difficult to achieve a consistent drop using an ACN 

solvent This may be due to solvent properties (e.g., viscosity). Furthermore, the lower voltage values 

may be related to a change in solvent viscosity, as decreasing viscosity causes a decrease in voltage 

required to eject a microdroplet [16].  
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We were limited to printing KClO3, sugar, and urea in H2O due to minimal solubility in the other 

solvents of interest investigated. For sugar and urea, the increased viscosity of H2O, in comparison to 

the other solvents investigated, resulted in an increase in the voltage required to create a drop. KClO3 

did not require higher voltages for microdroplet formation. This may be because of the KClO3 

molecules dissolving and then breaking into potassium and chlorate ions in H2O. An additional 

concern was the interaction of adjacent deposited droplets (i.e., multiple droplets combining or 

pooling); however it was observed that an increase in voltage decreases the effective orifice diameter 

of the dispensing device, thus decreasing the size of the microdroplet [16]. In summary, droplet 

interaction was not observed for any of the investigated analyte solutions.  

The JetDriveTM III drop ejection drive electronics also operated in a sinusoidal waveform mode. This 

waveform was initially investigated in an effort to increase analyte mass deposited (as compared to using 

the standard waveform), and possibly improve RSD values. The sinusoidal waveform was investigated 

for several analytes, example parameters are explained below for the Cerilliant RDX standard. The 

parameters shown in Table 2 were uniquely capable of producing consistent drops within-day and  

day-to-day (±2 V and/or µs) using sinusoidal waveform settings. In order to maximize analyte 

concentration and therefore analyte mass deposited with a microdroplet, H2O was not added to ACN.  

Table 2. Sinusoidal waveform parameters for an optimal RDX drop using ACN with a 60 µm 

dispensing device orifice.  

Analyte Solvent 
Solution 

Concentration (M)
Initial 

Voltage (V)
Peak 

Voltage (V)
Period  

(µs) 
Pressure Set 
Point (psi) 

RDX ACN 0.045 0.0 40.0 100.0 −0.055 

3.2. Microdroplet Mass Determination 

To determine the mass of analyte contained in each ejected microdroplet, absorption spectra were 

recorded for known concentrations of the analyte. A calibration curve was constructed using these 

concentrations and absorbance spectral peak areas calculated by the instrument software and based on 

the specified wavelength range. Calibration curves were used to prepare linear regressions from which 

the microdroplet mass and standard error could be calculated using the equation of the line and 

goodness of fit value (R2 value). The solutions used to construct the calibration curves were 

independent from the solutions used in the drop-on-demand inkjet printer for droplet mass 

determinations. Calibration curves for the evaluated analytes are shown in Figure 2. 

The mass of each analyte of interest deposited per drop was determined by dispensing known 

numbers of drops into a Petri dish containing a known volume of solvent. Spectral peak areas for  

these droplets in solution were determined from the UV-Vis absorbance spectra. These y values  

were then substituted into the respective calibration curve equation (y = mx + b) to determine  

solution concentration.  
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Figure 2. Calibration curve and R2 value from one UV-Vis data set at various analyte 

concentrations for (a) AN; (b) TNT; (c) HMX; (d) RDX; (e) urea; (f) potassium chloride; 

(g) sugar; and (h) PETN. Wavelength ranges used to determine the peak areas for each 

analyte are also given.  

 

Based on this concentration, volume of solvent and total number of drops dispensed, the mass of a 

single droplet could be calculated. For example, considering the RDX peak area from 230 nm to 260 nm, 

the linear fit equation for the RDX calibration curve is y = 35127.39x – 0.30. Based on the peak area for an 
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unknown printed sample of RDX (2 arrays printed into 3 mL of H2O, 2.80 × 104 drops per array), the 

predicted concentration from the calibration curve equation is 2.18 × 10−5 M RDX. The following 

calculations were completed to determine the mass of RDX in a single microdrop:  

2.18 × 10−5 mol/L × 0.003 L = 6.54 × 10−8 mol 

6.54 × 10−8 mol × 222.12 g/mol = 1.45 × 10−5 g RDX (total mass) 

1.45 × 10−5 g TNT/56,000 drops = 2.59 × 10−10 g RDX/drop = 2.59 × 10−4 µg RDX/drop 

It is important to note that if the total number of drops dispensed exceeds 1.0 × 105, the added 

volume may need to be considered when calculating the mass of a single microdroplet. Masses were 

calculated in µg as test sample concentrations are calculated and prepared in µg/cm2. 

Table 3. Inkjet target analyte solution concentrations and corresponding calibrated droplet mass. 

Analyte Solvent 
Solution 

Concentration (M)
Analyte Mass Per 
Single Drop (µg) 

Waveform 

AN MeOH-H2O 1.2 1.15E−02 bipolar 
AN MeOH-H2O 0.10 8.31E−04 bipolar 
AN MeOH-H2O 0.010 4.24E−05 bipolar 

TNT ACN-H2O 0.037 7.96E−04 bipolar 
HMX ACN-H2O 0.027 5.01E−04 bipolar 
RDX ACN-H2O 0.038 4.30E−04 bipolar 
PETN ACN-H2O 0.026 7.72E−04 bipolar 
RDX ACN 0.045 2.51E−04 bipolar 

KClO3  H2O 0.52 4.11E−03 bipolar 
Sugar H2O 0.75 1.98E−02 bipolar 
Urea H2O 0.99 6.44E−03 bipolar 
RDX ACN 0.045 8.87E−04 sine 

This methodology was repeated at least three times per run, and resulted in excellent RSD values of 

≤5% using the bipolar waveform (e.g., 2.7% and 3.9% RSD for AN and TNT, respectively) and  

≤10% using the sinusoidal waveform (e.g., 7% RSD for RDX). In general, better RSD values were 

achieved for samples printed in ACN-H2O as opposed to ACN only. As stated above, this may be 

related to solvent properties (e.g., viscosity). RSD values ≤10% were sufficient for the preparation of 

samples and calibration was not repeated over the course of a typical sample set preparation However, 

calibration was repeated before starting a new sample set. RSD values for long term (i.e., months) 

stability of microdroplet mass were typically ≤15%. Microdrop mass averages and RSD values were 

determined by averaging at least three successive additions of a single array to a known solvent 

volume. These values are provided in Table 3 for the energetic analytes of interest. Based on these 

results for RDX using different solvents and waveforms, three different microdroplet mass values were 

obtained. The sinusoidal waveform parameters produced a larger droplet mass compared to the bipolar 

waveform parameters using both the ACN-H2O solvent and ACN only; however, there was no 

significant (i.e., orders of magnitude) increase in overall deposited analyte mass. Similar results for 

TNT, HMX, and PETN Cerilliant standards were determined (data not shown). 
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3.3. Printing Parameters 

By determining the mass of material dispensed per droplet, test materials containing a known range 

of sample concentrations were successfully produced. Based on the desired sample area and analyte 

concentration within that area (µg/cm2) to be printed, the total number of microdroplets needed to 

cover the area and the droplet spacing could be calculated. The following calculations were completed 

to determine these printing parameters for a 25 µg/cm2 sample of RDX having a sample area of  

25.80 cm2 (2,580 mm2): 

(5 µg/cm2 × 25.8 cm2)/(4.30 × 10−4 µg RDX/drop) = 3.00 × 105 total drops needed 

(2,580 mm2/3.00 × 105 total drops)½ = 0.0927 mm spacing between drops 

50.8 mm sample length/0.0927 mm spacing = 548 drops per row (lengthwise, y) 

50.8 mm sample width/0.0927 mm spacing = 548 drops per row (widthwise, x) 

The spacing and number of drops per row in each direction were used with the drop-on-demand inkjet 

printer software to print an array. Similar calculations were made to determine microdroplet spacing and 

drops per row for additional areal concentrations and the other analytes of interest discussed here 

(results not shown). In order to maintain separation of droplets on the sample substrate, the space 

between droplets is limited by the solution behavior (e.g., evaporation rate, surface tension) once a 

microdroplet is deposited onto the substrate. This spacing limitation is important in relation to the type 

of optical detection technology being assessed using this sample preparation method. The dimensions 

of the interrogating beam area must be considered to ensure the areal concentration is uniform.  

3.4. Method Validation 

The preparation of standardized samples requires a microdroplet mass calibration method to ensure 

sample reproducibility and uniformity. Additionally, a secondary method should be employed to validate 

microdroplet mass determinations. The calibration method discussed in this report was verified using a 

sensitive microbalance (Mettler-Toledo XP2U, Columbus, OH, USA) (data not shown) [3]. Further 

method validation was completed by an external laboratory using ion chromatography (data not shown). 

It is also important to note that although spectroscopy techniques offer a simple and viable calibration 

method, no single standalone technique is appropriate for the plethora of chemical hazards that exist. 

For example, UV-Vis absorbance spectroscopy, which worked well for the majority of analytes of 

interest discussed here, may prove difficult for some materials that do not exhibit strong absorbance 

features in the wavelength range of the instrument. The use of a gravimetric method, such as a sensitive 

microbalance, is a practical alternative, as excellent precision (<2% RSD) in the determination of droplet 

mass can be achieved using appropriate experimental considerations [29]. Furthermore, COTS  

drop-on-demand inkjet systems are available with an integrated microbalance.  

4. Conclusions 

Our results demonstrate a sample preparation protocol that produces uniform samples to be used for 

utility assessments of emerging optical hazard detection technologies. This method for determining the 
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mass of material contained in droplets ejected from a drop-on-demand inkjet printer allows for system 

calibration and the preparation of specific sample material mass loadings. Optimization of microdroplet 

formation provides microdispensing with specific drop placement and pattern printing capabilities. 

Based this report, we consider the use of a COTS drop-on-demand system in combination with our 

analysis and validation techniques to be a reasonable method for the fabrication of standardized 

reference energetic and interferent test materials, and should be considered a predominant and 

universal innovative industry standard. However, further investigations into analyte polymorphism and 

long-term sample stability are needed.  

Conflict of Interest 

The authors declare no conflict of interest.  

References 

1. Oxley, J.C. Non-traditional explosives: Potential detection problems. Terror. Polit. Violence 1993, 
5, 30–47. 

2. Yasuda, K.; Woodka, M.; Polcha, M.; Pinkham, D. Reproducible Deposition of Trace Explosives 
Onto Surfaces for Test Standards Generation; RDER-NV-TR-265, Science and Technology 
Division: Fort Belvoir, VA, USA, 2010. 

3. Holthoff, E.L.; Farrell, M.E.; Pellegrino, P.M. Investigating a drop-on-demand microdispenser for 
standardized sample preparation. Proc SPIE 2012, doi:10.1117/12.918121.  

4. Windsor, E.; Najarro, M.; Bloom, A.; Benner, B.; Fletcher, R.; Lareau, R.; Gillen, G. Application 
of inkjet printing technology to produce test materials of 1,3,5-trinitro-1,3,5-triazcyclohexane for 
trace explosive analysis. Anal. Chem. 2010, 82, 8519–8524. 

5. Bloom, A.N.; Gillen, G.; Najarro, M.; Windsor, E. Inkjet printed explosive standards. Abstr. Pap. 
Amer. Chem. Soc. 2009, 237, 204. 

6. Windsor, E.; Gillen, G.; Najarro, M. ANYL 96-Use of drop-on-demand inkjet printing technology 
to produce reference materials for trace level explosive analysis. Abstr. Pap. Amer. Chem. Soc. 
2008, 236, 1. 

7. Fletcher, R.A.; Brazin, J.A.; Staymates, M.E.; Benner, B.A.; Gillen, J.G. Fabrication of polymer 
microsphere particle standards containing trace explosives using an oil/water emulsion solvent 
extraction piezoelectric printing process. Talanta 2008, 76, 949–955. 

8. Holthoff, E.L.; Hankus, M.E.; Tober, K.Q.; Pellegrino, P.M. Investigating a drop-on-demand 
microdispenser for standardized sample preparation. Proc. SPIE 2011, doi:10.1117/12.883451.  

9. Farrell, M.E.; Holthoff, E.L.; Pellegrino, P.M. Next generation surface enhanced Raman 
scattering (SERS) substrates for hazard detection. Proc. SPIE 2012, doi:10.1117/12.916425. 

10. Yeonjun, O.; Jihoon, K.; Young Joon, Y.; Hyotae, K.; Ho Gyu, Y.; Sung-Nam, L.; Jonghee, K. 
Inkjet printing of Al2O3 dots, lines, and films: From uniform dots to uniform films. Curr. Appl. Phys. 
2011, 11, S359–S363. 

11. Baeg, K.J.; Khim, D.; Kim, J.H.; Kang, M.; You, I.K.; Kim, D.Y.; Noh, Y.Y. Improved performance 
uniformity of inkjet printed n-channel organic field-effect transistors and complementary inverters. 
Org. Electron. 2011, 12, 634–640. 

12. Lee, E.R. Microdrop Generation (Nano- and Microscience, Engineering, Technology and Medicine); 
CRC Press: Boca Raton, FL, USA, 2003. 



Sensors 2013, 13 5825 

 

 

13. Background on Inkjet Technology Technical Notes No. 99-01. Available online: 
www.microfab.com/equipment/technotes/technote99-01.pdf (accessed on 2 May 2013). 

14. Englmann, M.; Fekete, A.; Gebefugi, I.; Schmitt-Kopplin, P. The dosage of small volumes for 
chromatographic quantifications using a drop-on-demand dispenser system. Anal. Bioanal. Chem. 
2007, 388, 1109–1116. 

15. Dong, H.; Carr, W.W.; Morris, J.F. Visualization of drop-on-demand inkjet: Drop formation and 
deposition. Rev. Sci. Instrum. 2006, doi:10.1063/1.2234853. 

16. Fluid Properties Effects on Ink-Jet Device Performance Technical Notes No. 99-02, 1999. Available 
online: http://www.microfab.com/images/pdfs/technote99-02.pdf (accessed on 2 May 2013). 

17. Drive Waveform Effects on Ink-Jet Device Performance MicroFab Technote 99-03, 1999. Available 
online: http://www.microfab.com/images/pdfs/technote99-03.pdf (accessed on 2 May 2013). 

18. Orifice Diameter Effects MicroFab Technote 99-04, 1999. Available online: http://www. 
microfab.com/images/pdfs/technote99-04.pdf (accessed on 2 May 2013). 

19. Miettinen, J.; Kaija, K.; Mantysalo, M.; Mansikkamaki, P.; Kuchiki, M.; Tsubouchi, M.; Ronkka, R.; 
Hashizume, K.; Kamigori, A. molded substrates for inkjet printed modules. IEEE Trans. Compon. 
Packag. Technol. 2009, 32, 293–301. 

20. Singh, B.K.; Hillier, A.C. Multicolor surface plasmon resonance imaging of ink jet-printed 
protein microarrays. Anal. Chem. 2007, 79, 5124–5132. 

21. Xia, J.; Qu, D.; Yang, H.N.; Chen, J.J.; Zhu, W.L. Self assembly polymer microlens array for 
integral imaging. Displays 2010, 31, 186–190. 

22. Yang, Y.; Omi, S.; Goto, R.; Yahiro, M.; Era, M.; Watanabe, H.; Oki, Y. Wavelength sensitive 
photodiodes in the visible based on J-type aggregated films patterned by inkjet method.  
Org. Electron. 2010, 12, 405–410. 

23. Eggers, J.; Villermaux, E. Physics of liquid jets. Rep. Prog. Phys. 2008, doi:10.1088/0034-4885/ 
71/3/036601. 

24. Eggers, J. Theory of drop formation. Phys. Fluids 1995, 7, 941–953. 
25. Emmons, E.D.; Farrell, M.E.; Holthoff, E.L.; Tripathi, A.; Green, N.; Moon, R.P.; Guicheateau, J.A.; 

Christesen, S.D.; Pellegrino, P.M.; Fountain III, A.W. Characterization of polymorphic states in 
energetic samples of 1,3,5-trinitro-1,3,5-triazine (RDX) fabricated using drop-on-demand inkjet 
technology. Appl. Spectrosc. 2012, 66, 628–635. 

26. Farrell, M.E.; Holthoff, E.L.; Pellegrino, P.M. Surface enhanced Raman scattering (SERS) 
detection of ammonium nitrate (AN) samples fabricated using drop-on-demand inkjet technology. 
Appl. Spectrosc. 2013, revision. 

27. MicroFab Technologies, Inc. PH-05 User’s Manual. Available online: http://www.microfab.com/ 
archive/equipment/manuals_forms/PH05_user_manual.pdf (accessed 7 January 2013). 

28. MicroFab Technologies, Inc. MJ-AT User’s Manual. Available online: http://www.microfab.com/ 
images/pdfs/manuals/mj_at_manual.pdf (accessed 7 January 2013). 

29. Verkouteren, R.M.; Verkouteren, J.R. Inkjet metrology: High-accuracy mass measurements of 
microdroplets produced by a drop-on-demand dispenser. Anal. Chem. 2009, 81, 8577–8584. 

© 2013 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 

distributed under the terms and conditions of the Creative Commons Attribution license 

(http://creativecommons.org/licenses/by/3.0/). 


